
I.D.:	48918083

Prestari	servicii	de	calibrare	periodica	cu	gaz	etalon

Data
publicarii

13.08.20 Coduri	CPV 50433000-9

Pretul
estimativ:

440,00	RON	-	440,00	RON 	 	

Descriere: Prestari	servicii	de	verificare	si	calibrare	cu	gaz	etalon	la	detector	portabil	de	gaze	MSA	tip
“ALTAIR	5X-IR”,	configuratie:	Methane	CH4	0-100%LEL	(0-4.4%Vol),	IR-Sensor	CH4	Methane
(0-100%Vol),	O2(0-30%Vol.),	Tox1:	Xcell	SO2(0-20ppm),	Tox2:	CO(0-1999	ppm)&H2S	(0-
200ppm).	S/N:	36774	La	calibrarea	detectorului	s-au	folosit	urmatoarele	butelii	avand
amestec	gaze	de	calibrare:	-	P/N:	10122426	(CH4	1.45%Vol.(29%LEL);	O2	15%;	CO	60ppm;
H2S	20ppm;	SO2	10ppm;	N2	ballance),	Lot:	1191078,	Cyl:	2,	Gas	Can	Expiry:	Oct	2021	-	P/N:
10029500	(CH4	50%Vol.;	N2	ballance),	Lot:	807983	Cyl:	4,	Gas	Can	Expiry:	OCT	2020


